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OPERATION  OF  Till  UINTA  BASIN  SI;  I  SMOI.OG I  CAL  GBSLRYA 10RY  , 
QUARTERLY  REPORT  NO.  9 

_ I  May  through  51  .July  i9n8 _ 


I.  INI RODUCTION 


1.1  AUTHORITY 

The  work  described  In  this  report  was  supported  by  the  Advanced  Research 
Projects  Agency,  Nuclear  Test  Detection  Office,  and  was  monitored  by  the  Air 
Force  Technical  Applications  Center  (AFTAC),  under  Contract  AF  33(657) -  16563. 
The  statement  of  work  for  this  contract  is  shown  in  the  appendix. 


1.2  HISTORY 

The  Uinta  Basin  Seismologi cal  Observatory  (UBSO)  was  constructed  under 
Contract  AF  33(657) -7185 .  Site  selection  and  noise  surveys  were  accomplished 
by  Geotech;  the  final  decision  on  the  observatory  location  was  made  by  AFTAC. 
lexas  Instruments,  Incorporated  (TI),  was  responsible  for  the  construction  of 
all  physical  facilities. 

Contract  AF  33(600)-43486,  issued  to  TI ,  contained  the  authority  for  equipping 
and  operating  UBSO.  The  instrumentation  was  supplied  by  Geotech  and  was 
installed  under  the  direction  of  Geotech  personnel  under  subcontract  to  TI. 

Texas  Instruments  operated  the  observatory  from  November  1962  until  1  July  1963. 
Under  Projects  VT/1124  and  VT/5054,  Contract  AF  33 (657) - 12373,  Geotech  operated 
UBSO  from  1  July  1963  through  30  April  1966. 


2.  OPERATION  OF  UBSO 


2.1  GENERAL 

Data  are  recorded  at  UBSO  on  a  24-hour  basis.  The  observatory  is  normally 
manned  8  to  10  hours  a  day,  5  days  a  week.  On  weekends  and  holidays  a 
skeleton  crew  mans  the  observatory  8  hours  a  day;  however,  additional  personnel 
are  on  call  in  case  of  emergency. 

The  UBSO  array  configuration  is  shown  in  figure  1. 

A  revised  list  of  suggested  milestones  for  Project  VT/6705  was  submitted  to 
the  Project  Officer  on  24  May  1968.  This  list  superceded  the  list  of 
13  December  1967  and  reflected  the  changes  specified  in  Contract  Change 
Notice  No.  1.  The  revised  list  of  suggested  milestones  was  approved  by  the 
Project  Officer  on  17  July  1968. 
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Mr.  Glenn  W.  Luster  of  the  Salt  Lake  City  branch  of  the  Defense  Contract 
Administration  Security  Division  conducted  a  security  inspection  on  5  June 
1968.  All  items  were  found  to  be  in  order. 

A  portion  of  the  power  transmission  right-of-way  belonging  to  the  Bureau  of 
Reclamation  was  included  in  the  UBSO  request  to  have  all  rights  withdrawn  in 
a  10-acre  tract  in  the  LP3  vicinity.  Our  withdrawal  request  was  changed  to 
exclude  that  portion  of  the  tract  covered  by  the  Bureau  of  Reclamation  right- 
of-way.  The  change  caused  no  difficulty  or  delay  in  the  long-period  array 
preparation . 

Because  of  the  preparations  for  the  installation  of  the  long-period  array,  no 
long-period  data  will  be  available  from  9  July  1968  until  the  long-period  seis¬ 
mometers  are  returned  to  operation  during  August. 

A  500-watt  portable  generator  u'as  received  at  UBSO  on  30  July.  The  generator 
will  be  used  to  provide  power  for  lighting  during  maintenance  operations  at 
LP5  where  no  commercial  power  is  available. 


2.2  SEISMOGRAPH  OPERATING  PARAMETERS 

2.2.1  Standard  Seismographs 

The  operating  parameters  and  the  tolerances  for  the  standard  observatory 
seismographs  are  shown  in  table  1.  These  parameters  are  reset  if  the  frequency 
response  of  a  seismograph  is  found  to  be  out  of  tolerance.  The  frequency 
response  norms  and  their  respective  tolerances  are  shown  in  table  2.  The 
frequency  responses  of  the  UBSO  seismographs,  as  normally  operated,  are  shown 
in  figure  2. 

2.2.2  Filters  for  Shallow-Buried  Array  Summations 

The  summation  of  the  ten-element  shallow-buried  array  is  filtered  by  a  band¬ 
pass  filter  with  the  following  settings:  a  high-cut  corner  frequency  of  3  cps 
and  a  low-cut  corner  frequency  of  0.8  cps,  both  at  a  cutoff  rate  of  18  dB 
per  octave. 


2.3  DATA  CHANNEL  ASSIGNMENTS 

The  current  data-channel  assignments  and  normal  operating  magnifications  for 
all  UBSO  data  groups  are  shown  in  table  3.  The  key  to  the  designators  used 
in  the  data-channel  assignments  is  given  in  table  4. 


2.4  SHIPMENT  OF  DATA  TO  THE  SEISMIC  DATA  LABORATORY  (SDL) 

Magnetic-tape  seismograms  are  shipped  to  SDL  about  15  days  after  the  end  of 
the  month  during  which  they  are  recorded.  The  seismograms  from  magnetic-tape 
recorders  1,  2,  3,  and  4  recorded  at  UBSO  through  June  1968  have  been  shipped 
to  SDL. 
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Table  3.  Data  channel  assignments  and  normal  operating  magnifications  at  UBSO 
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z 

sz 

NSP 

ESP 

V 

ZLP1 

NLP1 

ELP1 

ZLP2 

NLP2 

Mag. 

TCDMG 


Table  4.  Key  to  the  designations  used  in  the  data 
_ format  assignments  at  UBSQ _ 


Amplified  vertical  short- 
period  seismograph  from  a 
surface  site  identified  by  a 
suffix  number 

ELP2 

East-west  long-period  seismograph, 
narrow  response 

Amplified  vertical  short- 
period  seismograph  from  a 
shallow-buried  site  identi¬ 
fied  by  a  suffix  number 

ZBB 

Vertical  broad-band  seismograph 

Amplified  north-south 
short-period  seismograph 

EBB 

East-west  broad-band  seismograph 

* 

Amplified  east-west  short- 
period  seismograph 

ISS 

Summation  of  SZ1  through  SZ10 

Unamplified  vertical  short- 
period  seismograph 

ESSF 

ZSS  filtered 

Vertical  long-period  seis¬ 
mograph,  broad  response 

ML1 

Long-period  microbarograph 
(inside  LP  vault) 

North-south  long-period 
seismograph,  broad 
response 

ML2 

Long-period  microbarograph 
(outside  LP  vault) 

East-west  long-period 
seismograph,  broad 
response 

MSI 

Short -period  microbarograph 
(inside  LP  vault) 

Vertical  long-period 
seismograph,  narrow 
response 

MS  2 

Short -period  microbarograph 
(outside  LP  vault) 

North-south  long-period 
seismograph,  narrow 
response 

WWV 

Radio  time  (WWV,  STS,  and  voice 
on  tape) 

Magnification  (see  note) 

Test 

Test  instrumentation 

Time  code  data  management 
group 

Comp 

Wow  and  flutter  compensation 

USO-LP 

Unmanned  seismological 

observatory  long-period 
seismograph 
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Table  4,  Continued 


WI 

Anemometer-wind  speed  and 
direction 

ZCT 

Coordinate  transform  of  Triax  1, 
Triax  2,  Triax  3  (vertical) 

ECT 

Coordinate  transform  of 

Triax  1,  Triax  2,  Triax  3 
(ea?t) 

DH 

Vertical  array  short-period 
seismograph 

USO-SP 

Unmanned  seismological 
observatory  short-period 
seismograph 

ZDH 

Summation  of  DH1,  DH2,  DH3,  DH4, 
DH5,  and  DH6 

Triax 

Experimental  3-module  long- 
period  triaxial  seismograph 

ZDHF 

ZDH  filtered 

ZTraix 

Summation  of  Triax  1, 

Triax  2,  and  Triax  3 

NCT 

Coordinate  transform  of  Triax  1, 
Triax  2,  Triax  3  (north) 

NOTE 


Magnification  of  short-period  measured  at 
1  cps;  broad  band  measured  at  0.8  cps; 
long-period  measured  at  0.04  cps. 


All  16-mi  llimeter  film  seismograms  recorded  at  I *1  i 

sent  to  SDL.  More  recent  fnL  recorded  at  UBSO  through  May  19b8  were 

studies.  C6nt  fllmS  are  currently  held  in  Garland  for  special 


2.5  QUALITY  CONTROL 


S1  co"tro1  checks  were  made  on  randomly 
from  the  observatory.  Results  of  the  checks 
corrective  action,  as  necessary. 


selected  runs  of  all  recordings 
were  sent  to  the  observatory  for 


3.1 


3-  PROVIDE  MOST  EFFECTIVE  OBSERVATORY  POSSIBLE 
PREPARATION  OF  THE  LONG-PERIOD  ARRAY 


during  the  previouf  quart^  ^urin/the^6  long_period  array  was  completed 

lation  of  power  faciUuL  taJapSo'e  IT*'™*  perl°d«  tha  iastal- 

completed.  P  nes ,  and  seismometers  was  essentially 

LP1?  LP2,'  LP™  mdeLP4?Ctlist^llatimi«sbcomniCtnStrCti°n  °f  P°"er  lines  to 
Powar  and  Light  Company  completed  instafL  ^  3  by  24  May-  The  Uintah 

stand  fo?  tha  themoaUctr  c  aana^  ^  f  P~”UneS  t0  LP6  °"  J™=  26. 
LP5  site  on  31  May.  The  24-vnJt  genera*or  was  m°dified  and  installed  at  the 

Mining  and  Manufacturing  Company  during  J^l^aS^irthST  !he  Minnesota 
and  converter  were  installed  and  activate  X’t  u  th  1thermoelectric  generator 
wara  waldad  inside  the  long-pSiod  vaults  an^th3^  ‘-a  electrlcal  fixtures 
tha  side  of  the  vault  and  the  vault  riser ‘was  welded"^0  °f  the  •’°lnt  Pet“een 

lines  frommthe1long-peiiod1siteseto0V  ***?'  *a  *“  be  provided  b>'  telephone 
recording  building  (CRB) .  Mountain  s?™es  “lephOTe^m31  *°  tbe  UBS°  “ntral 
mission  lines  to  within  a  minimum  distance  of  loS^eet  e?3"7  “nstf“cted  »™s- 
ongmally  planned  that  an  underground  conduit  V  f!  °f  each  vault-  11  “as 
telephone  line  termination.  However  at  the  fpg  *2  S."'”  the  vault  to  the 

the  cable  could  not  be  drawn  through’the  conduit  w"d  LP4  Sltes>  "e  found  that 

conduit.  Eventually,  use  of  the  conduit  a,  th“  °f  flexuras  in  the 

thetelephone  cable  was  buried  between  the  vault  md”/1'”  ?3S  abandoned.  and 
difficulties  were  encountered  in  using  the  o^r  sites. 

Because  the  BelltModel1103Fnnata"setsCwilinbee'|Uit*i i ta"3S  c0"pleted  on  22  July, 
containing  the  other  digital  eouinmenrM  .  called  i„  the  Hoffman  boxes 

are'  ^  vWd“ 
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of  the  Mountain  States  Telephone  Company  was  notified  of  this  unreliable  power 
source  and  was  requested  to  investigate  the  possibilities  of  either  providing 
commercial  power  to  the  Warren  Oil  Company  carrier  site  or  moving  the  carrier 
equipment  to  che  LP2  site  where  commercial  power  is  available.  Mountain  States 
has  not  yet  made  a  decision,  but  we  have  been  assured  that  a  reliable  circuit 
will  be  provided  for  our  use.  It  is  probable  that  a  commercial  power  line  will 
be  built  over  the  three-fourths  of  a  mile  to  the  Warren  Oil  Company. 

All  seismometers  have  been  installed  in  the  vaults  except  for  the  vertical 
seismometer  at  LP6.  This  seismometer  is  being  used  in  Garland  to  complete 
the  testing  of  the  digital  field  stations. 


3.2  DEVELOPMENT  AND  INSTALLATION  OF  THE  DIGITAL  ACQUISITION  SYSTEM 

The  central  digital  station  (CDS)  and  digital  field  station  1  (DFS  1)  were 
shipped  to  UBSO  on  27  July.  Installation  of  DFS  1  in  LP7  was  begun  on 
30  July;  installation  of  the  CDS  in  the  CRB  began  on  31  July.  At  the  close 

°L.^e  TePortlnS  Period»  UBSO  was  awaiting  the  arrival  of  the  crystal  for  the 
19000  timing  system.  The  crystal  was  shipped  from  Garland  on  30  July. 

Assembly  and  test  of  DFS  2  has  been  completed;  however,  delivery  of  DFS  2  to 
UBSO  has  been  delayed  so  that  DFS  2  can  be  used  as  a  test  station  for  the 
anaiog  sections  of  the  remaining  digital  field  stations.  Figure  3  is  a  revised 
schedule  for  the  completion  of  the  assembly  and  test  of  the  digital  system. 


3.3  NEW  TELETYPE  INSTALLATION 

During  a  visit  by  Mountain  States  Telephone  Company  personnel  on  15  and  16 
July  we  obtained  price  quotations  on  the  installation  of  teletype  equipment 
so  that  our  daily  message  could  be  transmitted  directly  to  the  General  Services 
Administration  in  Denver  where  it  will  be  relayed  to  ESSA-USCGGS.  Because  of 
the  existence  of  the  new  telephone  cable  from  the  CRB  to  Vernal,  the  cost  of 
the  Bell  teletype  equipment  and  service  will  be  less  than  our  present  Western 
Union  transmission  service.  The  installation  was  completed  on  31  July.  This 

new  service  should  greatly  improve  the  quality  of  the  data  that  the  USCGGS 
receives  from  UBSO. 


3.4  RECORDING  SPEEDS  OF  THE  MAGNETIC  TAPES 

During  a  routine  quality  control  analysis  of  the  May  UBSO  magnetic  tape 
seismograms,  we  determined  that  the  recording  speeds  of  tape  units  1  and  2 
were  out  of  tolerance.  New  belt  rollers  were  installed  in  both  units,  but 
replacement  of  the  rollers  did  not  immediately  correct  the  problem.  Another 
set  of  rollers  was  installed,  and  the  recording  speeds  were  brought  into 
tolerance  on  2  July. 
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Figure  3.  Assembly  and  test  schedule  for  UBSO  long-period  digital  system 


4. 


TRANSMIT  DAILY  MESSAGES  TO  THE  COAST  AND  GEODETIC  SURVEY 


The  arrival  time,  period,  and  amplitude  measurements  for  events  recorded  at 
UBSO  were  reported  daily  to  the  Director  of  the  Coast  and  Geodetic  Survey  in 
Washington,  D.  C.  The  number  of  events,  by  type,  reported  by  UBSO  during 
each  month  in  this  reporting  period  is  shown  in  table  5.  Table  6  shows  the 
total  number  of  events  recorded  by  the  observatory;  the  number  of  epicenters 
determined  by  the  C$GS  and  reported  in  the  "Earthquake  Data  Report";  the 
percent  of  tne  C$GS  hypocenters  for  which  the  C§GS  report  listed  a  UBSO  P  or 
PKP  phase;  the  percent  of  C$GS  hypocenters  for  which  UBSO  recorded  a  P  or 
PKP  phase,  as  determined  from  associated  data;  and  the  percent  of  C&GS  hypo«- 
centers  for  which  UBSO  recorded  a  P,  PKP,  or  later  phase,  based  on  updated 
associated  data  for  January,  February,  and  March  1968.  Lists  of  more  recent 
epicenters  have  not  been  completed  by  the  CSGS. 

Figures  4  and  5  show  the  world-wide  distribution  of  the  CSGS-located  epicenters 
for  January,  February,  and  March  1968.  The  three  types  of  symbols  used  to  show 
the  locations  of  the  epicenters  represent  the  detection  by  UBSO  of  a  P  or  PKP, 
the  detection  of  an  event  in  which  the  first  recorded  arrival  was  not  P  or  PKP, 
and  no  detection. 


5.  PUBLISH  MONTHLY  EARTHQUAKE  BULLETIN 


Data  from  UBSO  were  combined  with  data  from  TFSO  and  WMSO  published  in  the 
December  1967  multistation  earthquake  bulletin.  Beginning  with  the  January 
1968  bulletin,  data  from  BMSO  and  CPSO  are  no  longer  included.  The  bulletins 
for  December  1967,  January  1968,  and  February  1968  were  published  and  distri¬ 
buted  during  the  reporting  period.  The  ABP  output  for  the  May  1968  bulletin 
was  received  from  the  Seismic  Data  Laboratory  on  1  July,  and  the  March  bulletin 
is  scheduled  for  distribution  about  7  August. 


6.  EVALUATION  OF  THE  VERTICAL  ARRAY 


The  suspensions  of  the  galvanometers  in  the  phototube  amplifiers  (P1A)  of 
vertical  array  elements  DH1  and  DH3  were  damaged  during  an  electrical  storm 
on  5  May.  Also,  the  mass  position  adjusting  circuit  of  the  DH1  seismometer 
was  disabled  as  a  result  of  the  storm.  On  several  occasions  we  have  attempted, 
unsucessfully,  to  move  the  mass  of  DH1  off  the  stop  by  applying  excessive 
voltage  to  the  motor.  Since  the  5  May  s'corm,  the  vertical  array  has  been 
operated  without  the  DH1  seismograph. 

Because  of  the  difficulties  in  resolving  the  seismic  noise  recorded  on  the 
vertical  array  magnetic-tape  seismograms,  the  output  levels  of  the  PIA's  used 
in  the  vertical  array  seismographs  were  increased  by  a  factor  of  6  dB  on 
23  May.  Adjustments  were  made  to  assure  that  the  levels  of  the  vertical  array 
data  input  to  the  MAP  and  the  16-millimeter  film  seismograms  were  unchanged. 
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«  NO  DETECTION 


Figure  4.  Distribution  of  Coast  and  Geodetic  Survey  located 
epicenters  in  the  northern  hemisphere  for  January, 
February,  and  March  1968 
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*  NO  DETECTION 


Figure  5.  Distribution  of  Coast  and  Geodetic  Survey  located 

epicenters  in  the  southern  hemisphere  during  January, 
February,  and  March  1968 
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A  lightning  storm  on  9  July  destroyed  several  transistors  and  diodes  in  the 
Wan lass  regulator  and  six  tubes  in  the  vertical  array  power  supplies.  The 
S§E  regulator  was  returned  to  service  to  replace  the  Wanlass  until  repairs 
could  1)6  made.  The  S$E  regulator  failed  on  18  July,  but  was  overhauled  and 
returned  to  service  the  same  day.  As  a  result  of  this  failure,  we  decreased 
the  load  by  placing  the  power  supplies  to  the  vertical  array  filters  on  line 
power.  On  29  July,  the  S§E  regulator  failed  again.  At  the  close  of  the 
reporting  period,  both  regulators  were  inoperative,  and  we  were  awaiting  spare 
parts  with  which  to  make  repairs. 


7.  ROUTINE  NOISE  MEASUREMENTS 

Measurements  of  ambient  noise  in  the  0.4-  to  1.4-seconds  period  range  are 
made  daily  at  UBSO.  Data  are  processed  in  Garland,  and  monthly  cumulative 
probability  curves  of  trace  amplitude  and  ground  displacement  data  are 
published.  Noise  data  are  reported  from  the  SZ10,  ESS  and  ESSF  seismograms. 
Noise  curves  for  March,  April,  and  May  1968  were  sent  to  the  Project  Officer 
during  this  reporting  period. 


8.  PROVIDE  OBSERVATORY  FACILITIES  AND  ASSISTANCE 
TO  OTHER  ORGANIZATIONS  _ 


8.1  LONG-PERIOD  TRIAXIAL  SEISMOGRAPH 

On  3  June,  an  attempt  was  made  to  move  the  triaxial  seismometer  to  the  hole 
previously  occupied  by  the  Unattended  Seismological  Observatory  (USO) .  How¬ 
ever,  the  seismometer  was  damaged  in  an  accident  during  the  attempted  instal¬ 
lation.  Repairs  were  completed  by  the  end  of  June,  and  the  installation  was 
successfully  completed  in  early  July. 

During  July,  the  long-period  phototube  amplifiers  used  in  the  triaxial  system 
showed  considerable  instability.  Because  the  UBSO  long-period  phototube 
amplifiers  will  not  be  used  in  the  new  long-period  array,  we  have  temporarily 
made  them  available  to  the  triaxial  group.  UBSO  personnel  provided  additional 
assistance  to  the  triaxial  group  by  discovering  and  correcting  several  polarity 
reversals  after  their  system  was  operational. 

8.2  DATA  SENT  TO  THE  UNIVERSITY  OF  UTAH 

The  weekly  summary  of  local  and  near-regional  events  was  furnished  to  the 
University  of  Utah  throughout  the  reporting  period. 
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9.  REPORTS 


a.  Technical  Report  No.  68-23,  Operation  of  the  Uinta  Basin  Seismolosjical 
Observatory,  Quarterly  Report  No  8,  1  February  1968  throuch  30  Aoril  196S 
was  mailed  to  the  Project  Officer  on  20  June  1^68. —  - - L 


b.  Technical  Report  No.  68-1,  Solion  Seismometer  Environmental  Tests  was 
mailed  to  the  Project  Officer  on  'l3  May  1968.  “ - ' 


c.  A  memorandum  entitled  Format  of  UBSO  Digital  Data  Acquisition  System 
Magnetic  Tape  Seismograms  was  mailed  to  the  Project  Officer  on'  29  June  1968. 
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APPENDIX  TO  TECHNICAL  REPORT  NO.  68-36 


STATEMENT  OF  WORK  TO  BE  DONE 


EXHIBIT  "A" 

.STATEMENT  OF  WORK  IQ  BE  DONE 
AFTAC  Project  Authorization  No.  VELA  T/6705/S/ASD  (32) 


1.  Tasks : 


•.  Operation; 


8  February  1966 


<*«»»  operational 

P.r«.t.r  change,  are  .object  to  th.  prior  and  “J" 

(4)  Record* the  results  of  daily  analysis  nn  m * 

r*r*r  4  * 

of  tha  VELA-UNIFOHM  a.l.nologlcll  obeervetorlel  Thi’fo™^  b"11“ln 
aat.bll.hed  by  coordination  with  SDL  throoS  Siac  chould  b. 

ssir^sssr of  th~ ~  :.£t.b- 

enn.rn1  (5)  Est*bli«h  quality  control  procedures  and  conduct  quality 

nErrKSEjsSSSES. 

(a)  Completeness  and  accuracy  of  operation  logs, 
and  equlvalent^groun^aotlonf  ■**•“«■*»»  »l  ay.te.  nol.a 

(c)  Quality  and  completeness  of  voice  consents, 
doe.  not  occur?’  EX"ln*eI°"  °£  *11  «nbr.tlon.  to  ...nra  th.t  clipping 

•elanor-apba/'’  Deten,ln*tl<!n  °f  «l«tlve  pha.a  .hlft  on  all  array 
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$ 


1 


IF  33(657)-l6563 


EXHIBIT  "A” 


(f)  Measurement  of  DC  unbalance. 

(g)  Presence  and  accuracy  of  tape  calibration  and  alignment. 

(h)  Check  of  uncompensated  noise  on  each  channel. 

(1)  Check  of  uncompensated  slgnal-to-nolse  of  channel  7. 

derived  fro.  ^Jl.^rLrL'Tfli.^.'r'dTst.^.r^  °f  tl"i”S  d*“ 
edequet.  14  *>' 

(1)  Check  of  synchronization  of  digital  time  encoder  with 

e  (6i  Provlde  observatory  facilities,  accompanying  technical  assis¬ 
tance  by  observatory  personnel,  and  selstno logical  data  to  reouesMn* 
organizations  and  Individuals  after  approval  by  AFTAC.  *  * 

.  Maintain,  repair,  protect,  and  preserve  the  facilities  nf 

,ood  phy,le*1  Mndltl°" ln  *“"<*— 

Tisssi  .ssjets  zgz&ziSt 

otferieg  potentlel  improvement  In  the  perfomsnce  of  observer'™  HEL 
gr.ph  Operation  end  teet  of  eoeh  Instrumentation™!™ 

condition,  should  normally  be  preceded  by  laboratory  test  end  evaluation. 

.  C‘  SEfdfel  Investigations :  Conduct  research  lnvcstle.tlon.  as 
iffl  nfd'toT"*'  by  AFTAC  t0  obt*ln  f"”d.».nt.l  Information  vMch 

•* Ssso-  - 

(1)  Long  term  eviction  of  the  multiple  array  processor  units. 

(2)  Installation  and  evaluation  of  a  vertical  array. 

(3)  Evaluation  of  the  long-period  vault. 

~iogic.^b.:r.:“-yt::hsr;;.";i:r."t-^  r ss  ;;6rtte"ded 

to8ert!hf^?ht4PUrSUe  lnv«stl8atlons  in,  but  Is  not  necessarily  limited 
to,  the  following  areas  of  interest:  mlcroselsmlc  noise  ®lted 

terlstlcs,  data  presentation,  detection  threshold,  and  array^M!™"”’ 
(surface  and  shallow  borehole).  Prior  to  commencing  any  research 
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EXHIBIT  "1" 


Investigation,  AFTAC  approval  of  tha  proposed  Investigation  and  of  a 
comprehensive  program  outline  of  the  Intended  research  must  be  obtained. 


2.  Approval  by  AFTAC  will  normally  be  provided  through  the  project 
offlctrs 

Data 

3.  Reports:  Provide  report,  <-  accordance  with  the/requirements  out¬ 
lined  in  DD  Form  1423  and  attachment  1  thereto. 
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